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TECHNICAL GAS-ANALYSIS
barium hydrate solution is ascertained by means of a specially constructed glass bulb holding 25 c.c. The gas is introduced into this over mercury, and the volume of gas needed to render turbid a drop of baryta solution, protruding at the orifice of a tube laterally fused in the bulb, is measured by withdrawing mercury through the bottom tap. i-ox io~7 g. of CO2 could be detected in this way.
FIG. 102.
A Carbon Dioxide Thermoscope is sold by the Underfeed Stoker Co., Ltd., London. It is a small thermoscope, easily handled and self-registering, which detects the CO2 in a gas by measuring the heat produced by the action of CO2 on solid caustic, and registers the percentage directly on the thermoscope scale.
Optical methods for the testing of fire-gases, etc., for carbon dioxide. The Refractometer of Haber has been already described on p. 176.